[Endocavitary radiotherapy of carcinoma of the cervix uteri using a modeled device and Ir-192. Computerized dosimetry].
A computerised dosimetry programme for use in intracavitary radiotherapy of cervical carcinoma using a shaped after-loading apparatus and 192Ir wires is described. The technique for its use is explained and the results observed are discussed.